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Genwal Resources Inc.

794 "C" Canyon Road

East Carbon, UT 84520

Client Sample ID: Polymer Test1807999-001

Date Sampled: 8/22/2018

Date Received: 8/22/2018

Product Description:  

Sample Taken At:  Genwal Mine

Sample Taken By: JDKM

Time Received: 10:50

Time Sampled: 9:23

Coagulant (1mg/l) and Flocculent

Exponent INTERCEPT

-0.548 1227.700000

Standards Time Conc. Mg/l

BLANK 4012 0

1 389 0.5

2 189 2.5

3 72 5

4 27 7.5

Comments: Customer supplied method

Residual Polymer (based on 1 mg/l Coagulant) Flocculent Date: 6/10/2015

Sample # mL of Sample Time Conc. Mg/l

1807999-001 45 3542 ND

ND = none detect (<0 mg/l)

Kaitlyn Natelli
Lead Lab Tech/Technical Director

This document is issued by the Company under its General Conditions of Service accessible at http://www.sgs.com/terms_and_conditions.htm. Attention is drawn to the limitation of liability, 

indemnification and jurisdiction issues defined therein.

Any holder of this document is advised that information contained heron reflects the Company's findings at the time of its intervention only and within the limits of Client's instructions, if any. The 

Company's sole responsibility is to its Client and this document does not exonerate parties to a transaction from exercising all their rights and obligations under the transaction documents. Any 

unauthorized alteration, forgery or falsification of the content or appearance of this document is unlawful and offenders may be prosecuted to the fullest extent of the law.

Residual Polymer Test

y = 1227.7e-0.548x

R² = 0.8257
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SGS North America Inc.  Minerals Services 
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